XANES and EXAFS information is conventionally measured in transmission through the energy-dependent absorption of X-rays or by observing X-ray fluorescence, but secondary fluorescence processes, such as the emission of electrons and optical photons (e.g., 200-1000 nm), can also be used as a carrier of the XAS signatures, providing complementary information such as improved surface specificity. Where the near-visible photons have a shorter range in a material, the data will be more surface specific. Moreover, optical radiation may escape more readily than X-rays through liquid in an environmental cell. Here, we describe a first test of optically detected X-ray absorption spectroscopy (ODXAS) for monitoring electrochemical treatments on copper-based alloys, for example, heritage metals. Artificially made corrosion products deposited on a copper substrate were analyzed in air and in a 1% (w/v) sodium sesquicarbonate solution to simulate typical conservation methods for copper-based objects recovered from marine environments. The measurements were made on stations 7.1 and 9.2 MF (SRS Daresbury, UK) using the mobile luminescence end station (MoLES), supplemented by XAS measurements taken on DUBBLE (BM26 A) at the ESRF. The ODXAS spectra usually contain fine structure similar to that of XAS spectra measured in X-ray fluorescence. Importantly, for the compounds examined, the ODXAS is significantly more surface specific, and >98% characteristic of thin surface layers of 0.5-1.5-µm thickness in cases where X-ray measurements are dominated by the substrate. However, EXAFS and XANES from broadband optical measurements are superimposed on a high background due to other optical emission modes. This produces statistical fluctuations up to double what would be expected from normal counting statistics because the data retain the absolute statistical fluctuation in the original raw count, while losing up to 70% of their magnitude when background is removed. The problem may be solved in future through optical filtering to isolate the information-containing band, combined with the use of higher input X-ray fluxes available on third-generation light sources.
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Electrochemical techniques provide a huge potential range of treatments for cultural heritage and other metals. These include the removal and passivation of corrosion layers, the application of protective coatings, and in situ monitoring during storage and stabilization. However, in the area of heritage science, because of the irreplaceable nature of many historical artifacts, each process needs to be thoroughly tested and understood, ideally before first use. Elsewhere we describe an electrochemical cell (eCell) that allows real metal surfaces (rough, heterogeneous) to be studied using X-ray diffraction (XRD) and X-ray absorption spectroscopy (XAS) in synchrotron beam lines so that coincident time-resolved electrochemical and X-ray data can be gathered (socalled spectroelectrochemistry).
1 Structural information from the X-ray technique is then used to identify reaction products and correlate their appearance/disappearance and rates of change of intensity with features in the electrochemical monitoring channel (e.g., corrosion potential measured as the open circuit potential (OCP) of the cell, voltammetry, and electrochemical impedance spectroscopy (EIS)). So far, the eCell has been successfully deployed using XRD and XAS combined with OCP and EIS. Experiments have involved the in situ monitoring of the surface and electrochemical behavior of archeological copper alloys and lead. Optically detected X-ray absorption spectroscopy (ODXAS) has the potential to improve on the lack of surface specificity of X-ray diffraction and absorption measurements using beams with energies of >8 keV where the penetration and escape depths exceed the thickness of the layers of interest. It is well-known that the escape depths of optical photons and electrons produced by Auger de-excitation and other processes occurring as a consequence of the X-ray photoionization event are in the range of hundreds of nanometers to <5 nm (unless the material is transparent to the photons), so that the detection of these, rather than the X-ray fluorescence yield, has the potential to enhance the surface specificity. Although for measurements on surfaces immersed in an electrochemical cell it might in principle be possible to detect the electron current injected into the electrolyte, approximate calculations show that the currents involved are within the expected random noise level on the electrochemical currents, so photon detection is the better option. Moreover, for cases where a significant amount of a surface layer dissolves in the electrolyte, we also observe strong effects due to selfabsorption when detecting X-ray fluorescence. These lead to emission that is dominated by the electrolyte chemistry rather than the surface chemistry. Different absorption processes will affect optical photons emitted from the immersed surface, leading to complementary modes of analysis.
ODXAS is an emerging field of X-ray absorption spectroscopy, which has been applied, for example, to the characterization of various types of oxides, 7-10 and is giving rise to new generations of microscopy tools.
11 The equipment can be simple: a photomultiplier tube or broadband CCD detector is used in place of an X-ray detector for the observation of X-ray excited optical luminescence.
12-15 Since optical photons can only travel short distances within an opaque sample, the resulting spectra are characteristic of a layer less than 200 nm thick on the sample surface. This level of surface specificity is ideal for the observation of chemical reactions occurring on an electrode in an electrochemical cell.
Here, we report the results from spectra taken from reference powders and corrosion layers relevant to archeological copper artifacts, viz.: cuprite (copper(I) oxide), nantokite (copper(I) chloride), and atacamite and paratacamite (isomeric copper hydroxychlorides). Corrosion layers were also measured while immersed in 1% w/v sodium sesquicarbonate solution, simulating a common conservation treatment. A further objective was to acquire spectra as quickly as possible to achieve the (minimum) time resolution (20-30 min), which is useful when studying reactions in the eCell. Cuprite (Cu 2 O) is regularly found on ancient and modern copper artifacts and is a stable corrosion product. 16 Among the copper chlorides, nantokite (CuCl), atacamite (Cu 2 (OH) 3 Cl), and a mixture of atacamite and paratacamite (both isomers of Cu 2 (OH) 3 Cl) were selected. Nantokite is considered as the main catalytic agent for active corrosion. Its presence on the surface of a metal can create long-term problems with regard to the stability of an object. In fact, bronze disease or pitting corrosion is usually attributed to nantokite. 16 Atacamite and paratacamite are two other important chlorides in copper alloy corrosion. They are often considered as end products and are formed on top of the active corrosion areas. Atacamite is the most common of the Cu 2 (OH) 3 Cl isomers but often changes to paratacamite. 16 In the rest of the paper, "XAS" refers to measurements of the transmitted or fluorescent X-ray flux, and ODXAS refers to measurement of wavelengths from near-IR to near-UV. The ODXAS spectra are compared to conventional XAS spectra under different circumstances (dry and in solution).
EXPERIMENTAL SECTION
Sample Preparation. Powder samples of Cu 2 O (for comparison with cuprite, Fluka, >99%) and Cu(I)Cl (for comparison with nantokite, Fluka, >97%) were purchased. Atacamite and paratacamite powders are not commercially available and were therefore synthesized using methods from two different sources. First, atacamite was prepared by adding a 50 mL of 0.1 M Na 2 CO 3 (Fluka, > 99.5%) solution dropwise to a stirred solution of 100 mL of 0.1 M CuCl 2 · 2H 2 O (Aldrich, >99%) boiling at reflux, 17 while paratacamite was prepared by boiling 1 g of CuO (Fluka, >99%) in 500 mL of an aqueous solution containing 150 g of CuCl 2 · 2H 2 O (Aldrich, >99%).
17 In both cases, the slurry was filtered, washed, and dried at 333 K after 5 h. The samples were crushed to a very fine powder, mixed with a light silicone-free grease (Apiezon M, M & I Materials Ltd.), and deposited on a clean polycrystalline diamond surface for analysis. In addition, both materials were made according to the methods described by Pollard:
18 Paratacamite was prepared by dripping 9 mL of 0.1 M NaOH solution into 6 mL of 0.1 M CuCl 2 while stirring. The solution was then filtered immediately to collect the product. Atacamite was prepared using 13 mL of 0.05 M NaOH solution dripped and stirred into 1.0 L of a solution made from 0.00425 M CuCl 2 and 0.5 M NaCl. This was filtered to collect the product after standing for 20 h.
Simulated corrosion layers were made using protocols described below on circular copper coupons, 12 mm in diameter (Advent, purity 99.9%), with all but the front surface encapsulated in acrylic resin. These were made in the form of electrodes for the eCell.
1 They were prepared by grinding on P 1200-grit SiC paper to obtain a fresh surface, followed by polishing to a mirror finish as judged by eye (typical both of much museum and also new metalwork) using a cloth covered with 1 µm alumina paste made by mixing the powder with deionized water. Any adherent Al 2 O 3 particles on the surface were removed by immersing the samples in a propan-2-ol ultrasonic bath for 15 min and rinsing them thoroughly with propan-2-ol.
The coupons were corroded artificially as follows: 17 To obtain a cuprite layer, the copper samples were polarized anodically at 320 mV (vs a normal hydrogen electrode) for 16 h in a 0.1 M Na 2 SO 4 solution (Fluka, >99%). Copper covered with nantokite was obtained by immersing pure coupons for 1 h in a saturated CuCl 2 · 2H 2 O solution (Aldrich, >99%). After rinsing with deionized water, they were exposed to the air overnight. For the atacamite, a solution of 15.07 g of ammonium carbonate (Sigma-Aldrich, ammonia >30%) and 10.02 g of ammonium chloride (SigmaAldrich, 99.998%) in 100 mL of deionized water was prepared. One drop of the solution was used to wet the surface twice a day for 5 days. Between each wetting, the samples were left to dry in air. After the period of five days, the samples were left in the air for a further five days. The protocol used to obtain a mixture of atacamite and paratacamite differed only from the protocol used to obtain atacamite in the type of solution used: a solution of 10.02 g of Cu(NO 3 ) 2 · 3H 2 O (VWR International, 98-103%) and 10.01 g of NaCl (Fluka, >99.5%) in 100 mL of deionized water was used. The average thicknesses of the layers so produced are ∼0.6-1.5 µm for the cuprite and nantokite, and hundreds of micrometers for the atacamite and atacamite/paratacamite mixture. The cuprite and nantokite measurements were obtained by ion-beam sputtering through the layer using a 500 eV oxygen beam, stopping at the copper surface, and measuring the thickness removed using a DEKTAK 3030 surface profilometer (Sloan Corp. Inc.). The atacamite and atacamite/paratacamite layer thicknesses are visual estimates and the surface roughness is of the same order as the thicknessstypical of a corroded surface.
For the immersion experiments, we needed a 1% (w/v) sodium sesquicarbonate solution. The latter was prepared by dissolving 11.89 g/L of Na 2 CO 3 · NaHCO 3 · 2H 2 O (Sigma-Aldrich) in deionized water (pH 10).
ELECTROCHEMICAL CELL
The prototype and later versions of eCell as used here ( Figure  1A ) are described in more detail elsewhere.
1,3 For the present purpose, a light-tight cap made from black Delrin, which supports the optical system used for ODXAS, has been added ( Figure 1B) . The cap admits X-rays to the cell through a slit. The cell window used in these experiments was optically transparent "cooking film" made from 10-µm-thick low-density polyethylene (LDPE). For comparison, the mean transmission of 60-µm LDPE with a low impurity level is >93% and decreases by less than 4% across the wavelength range 300 nm-1 µm. 19 This seals easily to the top of the cell, and since the windows adsorb chlorides (for example) from the cell electrolyte during a reduction process, the fact that it is inexpensive and disposable was considered important. During spectroelectrochemical analysis, the surface of interest (the working electrode in the cell) is positioned at ∼125 µm from the inside of the window, thus remaining in contact with a layer of electrolyte. The preliminary ODXAS tests described below were conducted using or simulating this configuration.
ODXAS Analyses. ODXAS experiments were performed at stations 7.1 and 9.2 MF of the SRS (Daresbury). Components from the Mobile Luminescence End Station (MoLES) were used to acquire the Cu K-edge (8.979 keV) ODXAS spectra.
12,20
The setup is schematically shown in Figure 1B . The X-rays enter the cell at 45°to the electrode surface (located toward the top of the cell), through the slit in the cell cap. The detection system has its axis normal to the sample surface and consisted of a UV-grade low-fluorescence fused-silica lens with a focal length of 30 mm (with the sample in the first focal plane) followed by a condenser lens with a 50-mm focal length and a UV-green sensitive bialkali photomultiplier tube with a 22-mm-diameter photocathode. A simple optical kit from MoLES allowed wavelength-specific band-pass filters to be placed in the parallel beam between the lenses. The X-ray energy range used was 8.73 keV e E e 9.53 keV. The beam footprint on the electrode surface was measured with light-sensitive paper to be ∼8 mm × 1 mm, although the light optical system will vignette the emission from toward the ends of the line.
The entire experiment was wrapped in aluminum foil and black cloth, and the station hutch operated in darkness to suppress background signal as much as possible. Total background due to dark counts and stray light could be kept at ∼100 counts/s with care.
XAS Analyses. XAS experiments were performed at DUB-BLE (Station BM26A, European Synchrotron Radiation Facility, Grenoble, France). Cu K-edge spectra were recorded as a function of energy over the range 8.9-9.6 keV. Measurements were performed either in transmission (powders) or in fluorescence mode for powders and electrodes measured dry or immersed in the eCell. The scan time was 60 min for the powders and 20 min for the other samples. The latter is a compromise between obtaining adequate statistics in the EXAFS region and sufficient time resolution to follow the solution chemistry. Two Oxford Instruments ion chambers were used for transmission experiments. Fluorescence measurements were made using the X-ray beam at 80°to the sample surface with a nine-channel monolithic Ge fluorescence detector (E&G Ortec Inc.) 21 at 90°to the beam in order to minimize the collected flux of backscattered X-rays. This results in a minimum path length in the fluid of 0.8 mm, but sample roughness can increase this. The electrochemical cell was mounted so that the sample surface was in a vertical plane.
Data Processing. The XAS and ODXAS data were normalized and background corrected using a linear fit to the region between 150 and 30 eV below the edge and normalized to a spline fitted between 10 and 500 eV above the edge. Athena version 8.05 was used to process the data. 22 In order to align the spectra from different experiments, the energy shift required to superimpose the edge regions from copper measurements made on each beam line/experiment was found, and the spectra were positioned with the 1s-3d edge resonance just below the ionization energy of 8.989 keV. The same shift was then applied to other spectra from the same experiment. In cases where fitting was done, a simple oneparameter fit of a linear mixture of two relevant reference spectra was carried out after alignment of the data. The reference spectra were those obtained using XAS from the pure material. Figure 2 shows a logarithmic plot of XAS and ODXAS raw counts as a function of beam energy for a thin layer of cuprite on copper. Typically, over all the data presented in this paper, the ODXAS postedge signal was a factor of 3-5 lower than that in the XAS spectra, although in one case (nantokite on copper, discussed below) it was similar. This is entirely due to the experimental setup since the measuring techniques and collection efficiencies are very different, and the input flux at ESRF (for the XAS) is 3-10 times greater than that available at SRS (for the ODXAS). Moreover, whereas the XAS signal rises typically more than 3 orders of magnitude across the edge, the ODXAS data sit on a high background due to nonresonant excitation processes and more than one optical emission mode. This limits the signal change at the edge to a factor of 3 at best and sometimes less than 50%. The postedge data contain both the statistical fluctuation on the background level and that on the XAS itself, and this is made more evident (although not changed in absolute magnitude) by the mean background subtraction and normalization scheme normally used in XAS (i.e., the signal fluctuation is up to double that expected from Poisson statistics).
RESULTS AND DISCUSSION
For this initial study, the unfiltered broadband optical radiation was used. It is intended to carry out a more detailed characterization of the optical emission spectra at a later date, to establish the optimum band for observing particular compounds, to reduce the background level where this is preferentially emitted in bands different from those carrying the ODXAS information, and to investigate the use of other fluorescence and phosphorescence channels which are also present. Since filtering to remove the background should be more efficient than simply acquiring more counts in both background and ODXAS channels we did not attempt to improve the ODXAS data by counting for the 3-10 times longer which would have been required. In any case, this would have placed the experiments outside a useful time resolution.
Powders. We first set out to see whether copper and its corrosion products could be uniquely identified from the ODXAS spectra using the pure reference samples. Since the detection mechanism differs from that of XAS, we also compare the ODXAS and XAS data from the same samples. The data for copper, cuprite, nantokite, and paratacamite are summarized in Figure 3 . Figure 3a shows the data obtained from the copper disk electrode. The ODXAS spectrum is noisier than the XAS in this and successive figures for the reasons described above. However, the spectra show similar features in both the XANES and EXAFS regions. The same is true for cuprite powder, shown in Figure  3b . The copper and cuprite spectra are easily distinguishable. The copper and cuprite XANES have the distinctive midedge peak due to the 1s-3d resonance, with single and double postedge features, respectively. The spectra for nantokite powder are shown in Figure  3c . While they are distinctive, they are also somewhat different between XAS and ODXAS with the ODXAS showing a broader spike on the edge and a differently structured postedge region. Moreover, there is no useful EXAFS information in the optically detected spectrum, a reproducible property of the unfiltered optical data for all ODXAS spectra from nantokite powder. Taken together, these two features of the spectrum suggest that a photonic absorption mechanism is occurring in the powder in a way similar to self-absorption for X-rays in a thick sample. In contrast, we show later that ODXAS from thin nantokite layers on copper are very similar to XAS from powder samples, and do contain identical EXAFS modulation. Paratacamite (Figure 3d ) has very similar spectra in both XAS and ODXAS and is also distinct from the other reference spectra. As one might expect, paratacamite and atacamite (the latter not shown in Figure 3 ) also present highly similar ODXAS spectra due to very similar octahedral coordination of the copper in the solid. 23 In addition, the production of paratacamite also produces significant amounts of atacamite, and it is likely that the converse is true. There is no observable difference in the spectra from atacamite and paratacamite prepared by the different methods.
Dry Corrosion Layers. The focus of our corrosion studies is the real-time monitoring of conservation treatments on corroded copper and copper alloy substrates. Not only may the underlying copper be visible in spectra of such samples but the corrosion layer may have structural (and maybe even chemical) differences from the pure reference powder.
Spectra from the cuprite reference, copper and from a cuprite layer on the surface of a copper working electrode, taken with XAS and ODXAS are compared in Figure 4 . The spectra in the main figure are spaced vertically by adding multiples of 0.1 to the intensity, but those in the inset are as normalized. The same presentation is used for the rest of the figures in the paper. . XAS and ODXAS spectra of a dry cuprite layer on a copper coupon compared with XAS of a cuprite powder reference and a clean copper coupon. The enhanced cuprite spectral content of the layer ODXAS in comparison with the XAS is obvious, the latter comprising a superposition of copper and cuprite spectra. In the main figure, spectra have been offset by 0.1 in the vertical direction. The inset shows the edge detail with no offset.
The XAS spectrum is clearly a superposition of the spectra of the cuprite layer and the underlying copper, and the copper contribution is significant because the range of the KR fluorescence exceeds the thickness of the cuprite. Fitting shows the relative contributions to be 45% Cu and 55% Cu 2 O with a misfit ( 2 ) of 0.013. The optical transparency of cuprite depends on its morphology and many other factors, but in general, it has minimal transmittance from UV to 550 nm, which then increases into the IR. 24 ODXAS might therefore produce a spectrum much more closely resembling that of the cuprite powder, provided that significant optical fluorescence occurs above 550 nm. This essential surface specificity is confirmed in Figure 4 through the close similarity between the ODXAS spectrum (black solid line) and the reference spectrum from Cu 2 O powder (black dashed line) and by noting that the copper modulations at (A) and (B) suppress the modulation in the XAS but not the ODXAS spectrum. In this case, the best fit was obtained with 100% Cu 2 O, with a larger misfit (0.03) because of the fluctuation in the data.
The same relationship between the powder and layer spectra can be seen for nantokite in Figure 5 . Indeed, the ODXAS spectrum for the nantokite layer is very similar to that for XAS of the powder (best fit 98% CuCl, 2% Cu, 2 ) 0.12) with strong EXAFS modulation (comparing the black solid line and the black dashed line as before). Note also that the copper-related features at (B) and (C) in the figure also appear prominently in the XAS for nantokite on copper (overall best fitted by 74% Cu plus 26% CuCl, 2 ) 0.08) but not in the ODXAS. This contrasts with the data for nantokite powder, which consistently gave a different and noisy spectrum (as mentioned above).
The XAS spectrum for an atacamite layer on a copper substrate is dominated by the atacamite spectrum, with no measurable contribution from the underlying copper because of the thickness of the corrosion. This is shown in Figure 6 . ODXAS again only measures the spectrum of the atacamite (or paratacamite) layer, but the edge slope is rather lower than for XAS, suggesting some visible photon excitation from processes due to copper excitation rather than ionization.
LDPE Window, Electrolyte, and Noise Levels. When ODXAS measurements are made on a sample in the eCell, the X-ray beam must pass through both the LDPE cell window and a layer of electrolyte, in addition to the electrode surface. Photons in the near-UV to near-IR band must also pass through the electrolyte and window. We therefore made comparative measurements with and without various window/fluid layer combinations to establish their contribution to the electrode measurements.
The LDPE window alone does not affect the observed spectrum in any measurable way, so its presence in spectroelectrochemical procedures should not affect the results of ODXAS analyses. (Although our measurements show that the window itself absorbs copper compounds from the electrolyte and must be renewed for each experiment. Similar absorption of chlorides and attachment of oxide particles is observed for Kapton and PET windows as well.
5 ) The presence of the solution apparently makes the signal considerably noisier, but the cuprite spectrum is still discernible, although it would not be useful for structural determination. In general, the presence of a fluid layer this thick reduces the relative height of the edge because the background is increased, thus making the noise more significant after normalization. XAS and ODXAS data are also affected by absorption and scattering of X-rays on the input path and XAS is attenuated on the escape path as well. However, the presence of sodium sesquicarbonate over the sample always increases the relative background level in ODXAS, showing that extra optical emission is coming from the sodium salt solution.
Electrodes in Sodium Sesquicarbonate Solution. The ODXAS spectrum of a copper working electrode, both dry, and immersed in sodium sesquicarbonate solution with the cell window in place, are depicted in Figure 7 . The solution makes the normalized copper spectrum noisier, as expected in view of the previous result. Conversely, the XAS spectra of cuprite on a copper substrate both dry and immersed are identical (In both cases, the spectrum is dominated by the copper (cf. Figure 2(a) ) but the midedge peak is a little more prominent because of the cuprite.). . XAS and ODXAS spectra of a dry nantokite layer on copper compared with a CuCl reference powder and copper metal. The surface specificity of the ODXAS measurement is very apparent in the similarity of the nantokite on copper spectrum and that of the pure material (black continuous and dashed lines, respectively) and the absence of the copper-related modulation at (C) and (B) (arrows), which is prominent in the XAS spectrum for the corrosion layer on copper. The relative freedom from noise on the ODXAS arises from the large optical fluorescence from CuCl combined with a signal change at the edge greater than a factor of 2. XAS and ODXAS spectra of nantokite on a copper substrate both dry and immersed are shown in Figure 8 . As with the cuprite sample above, the XAS spectrum is unmodified by the solution, but relatively uninformative, dominated as it is by copper-related features. In this case, the ODXAS data are also relatively noise-free, which we found to be typical of nonpowder nantokite scans, and the high surface specificity is clearly preserved. Examination of the raw data for the ODXAS showed the count rate to be 5-10 times greater for the same input flux and other conditions, and these spectra also have a change in signal of a factor of 2-3 at the edgesclearly the conversion to visible photons carrying the absorption spectrum is very efficient in this material.
In paratacamite and atacamite (thick layers), the wetting process reduces the magnitude of the postedge oscillations in ODXAS, but not in XAS as shown in Figure 9 . Here, the ODXAS is specific to the hydroxychloride surface, whereas the XAS is more characteristic of the bulk corrosion layer. Immersion in sesquicarbonate modifies the surface of the hydroxychloride layer quite rapidly. This is supported by XAS, XRD, and RBS data to be published elsewhere, 5 which show that these synthetic layers have a rather soluble but octahedrally coordinated "skin" overlying the bulk material.
CONCLUSIONS
ODXAS has been shown to be a very promising technique for the future study of corrosion both in air and in a liquid environment. Copper, copper(I) oxide (cuprite), copper(I) chloride (nantokite), and copper(II) trihydroxychloride all have distinct and recognizable spectra, and the optically detected spectra are consistent with the conventionally detected XAS spectra for bulk powders, except in the case of nantokite, where the thin-layer ODXAS has nearly identical structure to the bulk powder XAS.
We show that the technique is significantly more surface specific than conventional XAS, even in the unfiltered broadband data presented here. Whereas the copper substrate signal dominates in the case of XAS of thin (i.e., <1.5 µm) nantokite and cuprite layers (with up to 75% of copper in the fit), the compound signal dominates in the ODXAS (>97%). This makes ODXAS an attractive prospect for the observation of corrosion layers in situ, especially where these are thin. In addition, comparison between ODXAS and XAS data may give an indication of stratigraphy within a corrosion layer.
The presence of the LDPE cell window on its own does not have a measurable effect on either the XAS or ODXAS spectrum. However, when this is combined with a ∼125-µm-thick electrolyte pocket, the background in ODXAS is increased and the proportional step at the edge is reduced. This leads to a significant increase in the relative statistical fluctuation in the normalized data because the absolute statistical fluctuation of the raw count is retained. Nevertheless, where the postedge to pre-edge signal ratio exceeds a factor of 2 (as is the case for nantokite layers reported here), background-subtracted and normalized ODXAS spectra have acceptable noise levels. We are constructing a new instrument with 10 times the collection efficiency of that used in these experiments. This incorporates band-pass filtering to alleviate the statistical effects of postacquisition background removal where the bands carrying the XANES and EXAFS data are distinct from those of the background. . ODXAS spectrum of copper in contact with a 1% (w/v) sodium sesquicarbonate solution and behind a 10-µm-thick LDPE window. The fluid pocket between the surface and the window is ∼125 µm thick. The increased noise compared to the dry spectrum is due to a drop of a factor of 3.5 in signal intensity. 
